We present a new wearable electrooculogram (EOG) monitor for measuring eye movements. We fabricated conductive and flexible graphene-based textiles from nylon to use as a sensing electrode, which we then integrated into a commercially available eye mask held in place only with the standard elastic strap. We tested this mask on 4 participants to quantify the noise floor and show that we can detect eye blinks to a high SNR of over 16 dB. We also identify that the material can detect other eye movements in cases when the noise floor is low. As our system is held in place with only an elastic strap it offers the same level of comfort as when wearing a normal eye mask. Our sensors offer an increased level of comfort over conventional gelled electrodes traditionally used in EOG monitoring and may be of use for comfortable eye movement experiments. This is particularly important during sleep studies where the EOG is routinely monitored, but using bulky instrumentation.
I. INTRODUCTION
In the UK, around 18% of adults get an insufficient amount of sleep each night [1] . Poor sleep can lead to secondary health problems such as cardiovascular disease and stroke [2] . A key stage of sleep is thought to be Rapid Eye Movement (REM) sleep [3] and achieving REM sleep is seen as quality sleep. Achieving a high amount of REM sleep often leads to the person feeling more refreshed, as well as having improved memory capabilities [3] . The gold standard for monitoring sleep is the polysomnogram (PSG), which includes the recording of electroencephalogram (EEG) (brain activity), and the recording of electrooculography (EOG) (the movement of the eyes). These PSG recordings can be analyzed by a sleep expert to provide a scoring of the quality of sleep and to classify the amount of each stage of sleep the person has [4] .
PSG recording devices used in sleep studies are large, bulky and uncomfortable for the user. They require many channels, and therefore a large cable count and a high number of electrodes connected to the skin [5] . Electrodes are typically made from a gelled silver/silver chloride (Ag/AgCl) material that is stuck to the skin. These electrodes are uncomfortable for the user, and may cause skin irritation. Additionally, the electrodes dry out over time, leading to a degradation in signal quality. Further, as these electrodes Golparvar et al. [7] further demonstrates the capabilities of using graphene-based textile sensors to take these recordings in a system that is fitted around the forehead and held on with a band. We have previously demonstrated how graphene-based textiles can be used as a bio sensing material in electrocardiogram (ECG) recordings [8] , and how they offer stable performance in real-world conditions [9] . In this work we expand this, and the graphene EOG system in [7] , by showing how our method for creating graphene textiles can be used for EOG recordings sewn to a conventional eye mask, while held in place using only the standard elastic strap. This leads to a significant increase in comfort, as the mask is very similar to an unmodified eye mask, commonly worn by people as they sleep. Our sensing material has been shown to be washable in a home washing machine [10] , as well as requiring less waste materials and water utilization during fabrication, creating a more environmentally friendly process. Further, we quantify the noise performance of this material by analyzing the signal-to-noise ratio (SNR) of the eye-movement features for the first time. The remainder of this paper is structured as follows. Section II describes the fabrication of the conductive material, the creation of the sleep-mask and the protocol for verifying the performance of the device. Section III reports the performance of the device by analyzing the SNR of the each of the features for a total of four participants. Finally, conclusions are drawn in Section IV.
II. METHODS

A. Preparation of conductive graphene-based nylon
To prepare the conductive material we used a previously reported method detailed in [10] . In conventional processes, Fig. 1 . Diagram of the production process to create the conductive graphene-based textile. Image reproduced from [10] , with permission from ACS. a material is coated with graphene oxide (GO) and then reduced. However, this reduction can damage the structure of the coated material. Further, this often requires the use of chemicals that are non-bio-compatible yielding an electrode that is unsuitable for use as a bio-sensing electrode.
In our process we created conductive textiles on a scoured and bleached nylon knitted fabric. The first step in this process is reducing a solution of graphene oxide, functionalizing the solution, and then coating the textile material with this. Here we used the modified Hummers' method to prepare graphene oxide (GO), which was then chemically reduced to create reduced graphene oxide (rGO) using sodium hydrosulphite (Na 2 S 2 O 4 ). Na 2 S 2 O 4 was found to be a highly effective reducing agent to achieve high electrical conductivity [11] . We functionalized the surface of rGO with poly-styrenesulfonate (PSS), this was incorporated into the solution to allow for a stable dispersion when the textile material was coated. This substance then coated the textile using an industry standard pad-dry unit, and was subsequently dried at 100 • C for five minutes. This process is summarized in Fig. 1 . The resulting textile material had a sheet resistance below 40 kΩ/sq.
B. Creation of eye-tracking mask
Sleep can be classified using only two EOG channelstwo horizontal electrodes placed either side of the eyes and one reference electrode placed on the forehead [12] . This significantly reduces the number of cables required for a sleep study down to only three. We create our electrodes by sewing our processed nylon fabric into a standard, offthe-shelf eye mask using non-conductive polyester thread. To connect the electrodes to an amplifier, snap connectors (Prym 12 mm buttons) were fitted onto each textile electrode. Two masks were made to investigate the performance. The first of these masks (from here on referred to as mask A) uses electrodes with dimensions of 35 x 20 mm, with a total of three electrodes (two for horizontal movement and one reference) sewn in to the mask as shown in Fig. 2 horizontal movements and one smaller reference electrode of dimensions 20 x 30 mm. This is shown in Fig. 2(b) . Mask A had a hole cut into it to allow the participant to see a screen to follow instructions given in the experiment, while the second one was left as supplied. Preliminary results found that the hole cut in mask A damaged the structure of the mask and therefore the ability of the mask to stay adhered to the participant's face during testing, therefore it was opted not to cut a hole in mask B.
C. Experimental setup
To verify our device, an eye-tracking experiment was created on a PC using Unity. The program instructed the user to perform a series of voluntary blinks, as well as smooth pursuit eye movements that were performed by instructing the user to follow a moving ball on the screen with their eyes. The software also handled the timing of each of these actions to allow repeatable measurements between participants.
The full experimental protocol is detailed in Table I . This involved movements right (dextroversion), left (levoversion), up (supraversion) and down (infraversion), with and without fixations as well as voluntary blinks. Participants also read a passage of text. Note that only the movements highlighted in green and blue in Table I are analyzed in this paper. To undertake the experiment, participants were asked to sit facing a computer screen, placed at a 30 cm distance from their eyes, and to follow the protocol. Participants had a run through of the experiment to allow familiarization with the protocol before any signals were recorded, and they were also asked to reduce involuntary blinks and any other undesired eye movements as much as possible. The experiment was repeated for both of the masks. For mask B, the instructions were read out to the participants as they were unable to see the computer screen through the sleep mask. We recruited four male participants to undertake this experiment. All procedures were approved by the University of Manchester Research Ethics Committee, application number 2018-4015-5619. The device was connected to a standard biomedical amplifier (Actiwave EEG/ECG 4 channel, Cam-Ntech), which was set to record in EDF format sampling at 1024 Hz at 10 bits, using the ECG gain setting.
D. Analysis methods
Prior to analysis the data was filtered with an eighth-order zero-phase bandpass filter with f L = 10 Hz and f H = 1 Hz. The low pass filtering removes the large amount of 50 Hz interference on the signal due to the mains line noise coupling to the body, while the high-pass filtering removes baseline wander. The data from the negative horizontal electrode was then subtracted from the positive horizontal electrode to make the final signal. The first voluntary blink in the experiment was used for synchronization purposes, and the data up to and including this point was not included in the analysis.
The timings of each activity detailed in Table I were manually retrieved in each record for analysis and any sections with large amounts of motion artifacts and nonvoluntary blinks were not discarded. This can lead to a lower reported SNR, but more accurately reflects the real-world performance of the device where unintended movements and
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Signal + Noise Fig. 3 . Sample data from one record showing the calculation of SNR for an eye blink using mask B. The period used to calculate the noise as well as the signal + noise section are shown.
other interference may be present. We calculate the SNR for each of the eye blinks using (1). To calculate the noise (N or N avg rms ), the Root Mean Square (RMS) of the 3 s of data before the action was calculated, allowing a 0.5 s gap between the end of the noise and the action starting. This is illustrated in Fig. 3 . Given the small amplitude signals in EOG recordings, it is not appropriate to assume that taking the RMS of the window when the eye movement is happening will give an accurate representation of the signal (S), as the amplitude of the signal is not necessarily significantly larger than the noise floor. Instead, we measure the RMS of the signal-plus-noise, which we refer to as S + N embedded rms and subtract the average RMS noise of the previous section (N avg rms ) to provide an estimate for the RMS value of S.
III. RESULTS
A. Measuring SNR of eye blinks
The SNR for detecting each of the eye blinks is shown in Table II . Note that there are a few events where the SNR could not be calculated as a result of the estimation we make in (1) which can give a negative SNR value, making it not possible to calculate a SNR value in dB. These entries have been entered into the table as NaN. Generally such cases occurred due to an unintended movement or similar being present during the analysis window.
For mask A it can be seen that the average SNR for detecting an eye blink is over 10 dB, while with mask B it is much higher at around 16.5 dB. The increase in performance with mask B is a result of using larger electrodes, increasing the chance of a good connection with the skin. Further, the fact that mask B did not have a hole cut in the centre allows it to make a better connection with the face of the wearer, further increasing the quality of the connection with the skin. Nevertheless, for both masks the SNR is high and therefore the eye blinks can be easily detected.
B. Detecting eye movements
Detecting the smooth pursuit eye movements undertaken during t 5 (see Table I ), when the participants gazed right, left and back to the centre was difficult with both masks. A sample record using mask B is shown in Fig. 4 for both the H+ and H-electrode, while a participant performs this smooth pursuit eye movement. In this event the signals are much larger than the noise floor and can clearly be seen by eye. In this record the noise floor was V noise = 77 µV rms . This is in contrast to another example record where the noise floor was V noise = 435 µV rms , a high amount of noise that dominates over the signal from the eye movement. The high noise floor in this example includes noise from the participant performing a number of unwanted movements, such as involuntary eye blinks and motion artifacts, as well as low level background noise. In this example it is not possible to detect this type of eye movement. Overall, half of the records had too high a noise floor to detect eye movements other than eye blinks. This is a result of both poor fitting on these participants (from variations in head diameters) and participants having difficulty reducing involuntary blinks leading to a higher reported noise floor. In this paper we have only used bandpass filtering for processing the data, further processing to remove other artifacts in the EOG signal could significantly improve the SNR.
IV. CONCLUSIONS
We have reported on the performance of using textile graphene-based electrodes for performing EOG recordings with these electrodes sewn in to a conventional sleep mask. We have shown that this system can be used for EOG measurements, and can reliably detect eye blinks with a high SNR of over 16 dB. We have also shown that we can, in some cases, detect smooth pursuit eye movements. It was found that in many cases it was difficult to detect the smooth pursuit eye movements, likely owing to the variation in tightness of the mask strap between participants from different head diameters. However, these electrodes are only held in place with a standard elastic strap, as opposed to traditional electrodes that are held on with an adhesive pad, giving our mask better comfort and ease of use. The results indicate that this material may be suitable for the tracking of eye movements in REM sleep in a far more comfortable form factor than conventional systems.
